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M  EJCPEKDdENTAL  EVALUATION  OP  THE  DISINGECTING  ACTION  OF  BUV-ZOP 

BAClEfilCinAL  LAMPS  ON  SURFACES  IN  RELATION  TO  VEGEIAOIVE  FORMS  OP 

MICROORGANISMS 

[This  is  a  translation  of  an  article  written  by  N*  I. 

Val'vachev  and  N*  Nt  Rudenko  in  Gigiyena  i  Sanltariya 

(Hygiene  and  Sanitation),  No  2,  Moscow^  l$6o,  pages 

92-94. ] 

Frcan  idae  Military-Medicial  Order  of  Lenin  Acadeiry  imeni  S,  M.  Kirov 

We  attenrpted  to  study  -the  interrelation  between  the  density 
of  bacterial  seeding,  protein  and  fat  "protection, "  and  the  bactericidal 
effectiveness  of  BUV-ZOP  lamps  (Nos  566  and  605),  because  this 
q,uestion  has  not  been  sufficiently  clarified  in  the  literature. 

Strains  of  B,  coli  and  staphylococci  xised  in  the  experiments 
met  the  standard  req,uirements  as  to  phenol-  and  heat- resistance.  As 
protein  "protection, "  normal  horse  seanm  inactivated  for  30  minutes 
at  a  tenrperature  of  58°  was  employed.  The  uniform  seeding  of  the 
surface  of  objects  was  achieved  by  spraying  a  bacterial  suspension 
in  a  box  of  0.4  m^  volume  by  means  of  a  dye-sprayer.  The  precipita¬ 
tion  of  the  bacterial  aerosol  foarmed  in  the  chamber  on  the  surface  of 
objects  took  place  for' one  hoar  and  30  minutes,  following  which  the 
objects  were  removed  f^om  the  box. 

The  objects  were  irradiated  12  to  I5  minutes  following  the 
switching  on  of  the  lai^  at  temperatures  of  l8°  to  20°  and  relative 
humidity  within  the  limits  of  58  to  72  percent.  In  one  instance,  the 
surfaces  were  irradiate^  without  application  of  oils,  in  another  -- 
they  were  covered  with  a  layer  of  DS  -  4749  -  49  diesel  fuel  or 
AU  -  1642  -  50  spindle  oil  calculating  30  ram  per  square  raeter  of 
svirface.  The  control  of  disinfection  was  effected  by  means  of 
qualitative  and  quantitative  evaluation  of  the  microorganisms  on  the 
irradiated  surfaces  ter  the  generally  accepted  method  (V.  I.  Vashkov, 

1956).  ■’ 

In  the  first  series,  consisting  of  120  tests  (40  tests  with  a 
triple  repetition  of  each  variant) ,  the  infection  densily  of  the 
objects  comprised  100,  1000,'  10,000  and  100,000  microbic  bodies  per 
square  centimeter  of  surface.  Upon  irradiation  of  791  microwatts  per 
square  centimeter  the  B.  coli  could  not  be  detected  after  10-,  30“> 
and  60-minute  irradiation  in  those  cases  where  the  seeding  was  cal¬ 
culated  in  small  figures  (100  and  1,000  microbic  bodies  per  square 
centimeter  and  the  microbic  suspension  did  not  maintain  more  than 
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'20  percent  protein  '•protection."  tflpon  the  presence  of  20  percent 
protein  "Protection^, "  a  50-  to  60-iBinute  irradiation  led  to  the  com¬ 
plete  destruction  of  B.  coli  on  linoleum,  resin,  chrcsne -plated  handle 
of  the  stand,  and  on  the  unpainted  steel  platform  in  infection  doses 
of  100  and  1,000  microbic  bodies  per  square  centimeter.  With  ttie 
increase  of  seeding  up  to  10,000  and  100,000  microbic  bodi.es  per 
square  centiiaeters  without  protein,  as  well  as  with  20  percent 
protein  ••protection, "  we  obtained  an  inconstant  or  strongly 
negative  effect  of  irradiation. 

'  In  180  tests  (triple  repetition  of  oO  variants;  we  used 

oils.  When  the  surfaces  were  covered  with  spindle  oil,  at  all 
densities  of  seeding  (100,  1,000,  10,000  and  100,^0  ‘tecteria  per 
square  centimeter)  and  an  eispostar^  of  10,  30  and  60  rndjautes 
(irradiation  of  791  aicrowatts/cur)  there  was  no  caraplete  destruc¬ 
tion  of  B.  coli.  In  the  presence  of  diesel  oil  on  the 
and  at  dosage  accepted  by  us  (30  ml  per  square  meter),  the  effective¬ 
ness  of  irradlatioa  remained  approodmately  the  sasue  as  in  20  percent 
protein  "protection.  *' 

Change  of  quantitative  indices  of  seeding  of  surf^es 

with  B.  coli  and  staphylococcus  v^oa  BOV-ZQP  (no  605) 

lamp  irradiation* 
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In  the  table  ave  cited  data  on  the  change  in  q.uantitative 
indices  of  seeded  ^urf§ces  in  irradiation  of  791  microwatts/cnr 
and  at  a  10*-minute  expbsufe.  B.  Coli  and  staphylococcus  with  20 
percent  ipirotein  "protection"  were  applied  at  a  rate  of  1,000,000 
miCroblc  bodies  per  sq.uare  centimeter  of  surface.  Ihe  q,uantities 
of  microbes  per  square  centimeter  cited  in  the  table  represent  the 
average  figures  from  three  experiments  (l44  :!qperiments  of  this  type 
were  conducted) . 

The  data  of  the  table  attests  to  the  fact  that  ultra-violet 
radiation,  at  the  Indicated  iriadiation  and  exposusre,  markedly  reduces 
the  seeding  of  the  surfaces  contaminated  with  B.  coli  and  staphylococcus 
with  20  percent  protein  "Protection."  Depending  on  the  character 
of  the  surface,  the  percentage  of  microbes  which  remained  viable 
comprised  1.6  to  10.6  for  B.  coli,  and  517  to  8  ~  for  staphylococcus. 
Oily  substances  protected  the  microbes  to  a  still  greater  degree 
from  •tthe  destructive  effect  of  ultra-violet  rays.  Thus,  on  surface 
covered  with  diesel  oil  10.5  to  28.9  percent  of  B.  coli  and  5^*1  "fco 
70.1  percent  of  staphylococci  remained  alive,  and  on  surface  with 
spindle  oil  these  figures  were  6.7  to  26  and  59  to  71»9  percent, 
respectively. 

Protein  and  fatty  substances  in  which  microbes  may  be  present 
absorb  ultra-violet  rays  and  protect  the  bacteria  from  their  effect. 

In  our  observations  a  fatty  layer  of  0.05-  to  0.09-nim  thickness 
proved  impenetrable  to  ultia-violent  rays,  a  fact  which  indicates 
their  surface  action. 

It  is  commonly  known  that  staphylococci,  as  compared  with 
B.  coli,  possess  hi^er  resistance,  as  has  been  demonstrated  by  our 
experiments,  A  number  of  native  and  foreign  researchers  think  that 
the  higher  resistance  of  staphylococci  to  the  environmental  factors 
is  due  to  their  biological  peculiarity  —  their  arrangement  in  the 
form  of  "grape -clusters," 


Conclusions 

1,  At  comparatively  large  amounts  of  irradiation  (791  micro¬ 
watts  per/cn^)  eind  length  of  exposure  (up  to  one  hour),  the  ultra¬ 
violet  BUV-ZOP  radiation  does  not  ensure  conplete  destruction  of  B, 
coli  and  staphylococci  with  20  percent  of  protein  "protection"  on  a 
surface  with  or  without  oil  films, 

2,  BUV-ZOP  laops  may  be  recommended  as  an  auxilliary  means  of 
disinfection  in  the  conplex  of  other  methods  of  disinfection  of  surfaces. 
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